Advances in magnetic resonance imaging (MRI) have contributed greatly to the study of neurodegenerative processes, psychiatric disorders, and normal human development, but the effect of such improvements on the reliability of downstream morphometric measures has not been extensively studied. We examined how MRI-derived neurostructural measures are affected by three technological advancements: parallel acceleration, increased spatial resolution, and the use of a high bandwidth multiecho sequence. Test-retest data were collected from 11 healthy participants during 2 imaging sessions occurring approximately 2 weeks apart. We acquired 4 T1-weighted MP-RAGE sequences during each session: a non-accelerated anisotropic sequence (MPR), a non-accelerated isotropic sequence (ISO), an accelerated isotropic sequence (ISH), and an accelerated isotropic high bandwidth multiecho sequence (MEM). Cortical thickness and volumetric measures were computed for each sequence to assess test-retest reliability and measurement bias. Reliability was extremely high for most measures and similar across imaging parameters. Significant measurement bias was observed, however, between MPR and all isotropic sequences for all cortical regions and some subcortical structures. These results suggest that these improvements in MRI acquisition technology do not compromise data reproducibility, but that consistency should be maintained in choosing imaging parameters for structural MRI studies.
Introduction
Rapid improvements in magnetic resonance imaging (MRI) technology continue to provide new opportunities to deepen our understanding of brain structure and function in health and disease. Technologic developments include methods for accelerating the acquisition of MRI data (Griswold et al., 2002; Katscher et al., 2003; McDougall and Wright, 2005; Pruessmann et al., 1999; Tsao et al., 2003) , improving the spatial resolution of MRI data (Augustinack et al., 2005) , and reducing spatial distortions within and between types of sequences (Fischl et al., 2004a; . Although these new techniques may provide theoretical advantages for studies of patients with neurologic or psychiatric disorders, few studies have examined the impact of such techniques on the quantitative measures thus derived.
Because the growing number of tools used to perform computational analysis on MRI data rely upon subtle differences in image signal intensity and tissue contrast to determine neuroanatomical boundaries (Fischl and Dale, 2000) , slight differences in imaging methods could have a considerable impact on the reproducibility of morphometric measures. In addition, reliability may differ across brain structures due to variability in tissue contrast profiles and divergent modeling algorithms (e.g., cortical surface-based or voxelbased segmentation methods). The goal of this study was to assess the impact of novel MRI technologic parameters on reliability, using a variety of morphometric measures as outcome variables.
The present study examined the effect of three elements of MRI data acquisition technology on the reliability of neuroanatomical measures: geometric reduction in voxel size (higher resolution), acceleration through parallel acquisition (Carlson and Minemura, 1993) , and use of a high bandwidth, multiecho T1-weighted sequence (Fischl et al., 2004a; . First, parallel acquisition (i.e., the use of phased array head coils to acquire data from multiple points in space simultaneously) can reduce scanning time, with relatively small decreases in the signal-to-noise ratio (SNR) (Griswold et al., 2002; Roemer et al., 1990) . The use of parallel acquisition has become increasingly common with the proliferation of acceleration-capable MRI equipment, but its effect on reliability has not been thoroughly studied, particularly with respect to the quantitative morphometric measures of interest in clinical investigation. Second, voxel geometry is often manipulated to gain advantages in scanning time. Larger voxel volumes require less scanning time and provide increased image SNR over smaller volumes (Edelstein et al., 1986 ), but they also increase partial volume effects whereby the signal measured from a single voxel may consist of contributions from more than one type of tissue. Advances in head coil and parallel acquisition technology have led to the capacity to collect data of higher spatial resolution with minimal reductions in SNR, but the impact of voxel size on morphometric measures has not been quantified systematically. Third, high bandwidth multiecho sequences have emerged that promise decreased spatial distortion and motion sensitivity while retaining similar levels of gray matter (GM)-white matter (WM) contrast relative to single-echo acquisitions (Fischl et al., 2004a; . While these sequences hold promise, it is unclear whether these sequences provide data that are truly comparable to and as reliable as traditional sequences.
In the present study, we investigated the effects of three variants of the T1-weighted MP-RAGE sequence on the test-retest reliability of a variety of morphometric measures. First, we explored the impact of voxel size, comparing an MP-RAGE sequence with isotropic voxel geometry (1.0 × 1.0 × 1.0 mm) with an MP-RAGE sequence with anisotropic geometry historically used at our center (1.3 × 1.0 × 1.3 mm). Second, we determined the effect of conservative parallel imaging acceleration by comparing an isotropic MP-RAGE sequence acquired with an acceleration factor of 2 to the other sequences. Third, we compared the reliability of measures obtained from a high bandwidth, multiecho MP-RAGE sequence to that of relatively low bandwidth single-echo MP-RAGE sequences.
Methods

Participants
Two separate groups of participants provided test-retest structural MRI data. We scanned 5 young (mean age 21.4; SD 3.8; 1 male, 4 female) and 6 older (mean age 64.3; SD 12.2; 3 male, 3 female) healthy adults in two identical sessions occurring approximately 2 weeks apart. As in previous studies of MRI-based morphometric structural reliability (Dickerson et al., 2008; Han et al., 2006) , the interval between sessions included sources of variability that cannot be practically excluded from cross-sectional or longitudinal studies, and that may not be apparent over shorter intervals: instrument drift and subtle physiological changes, such as hydration status or blood pressure.
Apparatus and parameters
All MRI data were acquired on a Siemens 3 T TIM Trio scanner with a 12-channel head coil. Each scanning session included two acquisitions for each of four permutations of a T1-weighted MP-RAGE sequence. The sequences shared the following parameters: flip angle= 7°, TR = 2530 ms, and TI= 1100 ms. One non-accelerated anisotropic (1.3 × 1.0 × 1.3 mm) sequence was obtained with TE= 3.39 ms. This sequence has been used historically at our center and serves as the primary comparison sequence, since previous reliability studies have been performed with this sequence. Two isotropic (1.0 × 1.0 × 1.0 mm) sequences were obtained with TE= 3.48 ms, one with GRAPPA (Siemens iPAT implementation, acceleration factor = 2) and one without. A GRAPPAaccelerated, 1.0 mm isotropic multiecho MP-RAGE sequence was also obtained, consisting of four echoes with alternating readout directions collected at TE= 1.58 + (n × 1.74) ms (n =0,⋯,3) with the final volume generated from a root mean squared (RMS) average of echoes (Table 1) .
Data processing
All imaging data were processed using version 4.0.1 of the FreeSurfer software package (Athinoula A. Martinos Center at the Massachusetts General Hospital, Harvard Medical School; http:// www.surfer.nmr.mgh.harvard.edu/). Two acquisitions were collected for each sequence per imaging session and subsequently motion corrected, averaged, and resampled to create a single volume with greater SNR than either single acquisition. Preprocessing of volumes included an affine registration to Talairach space, B1 bias field correction, and removal of skull and dura voxels surrounding the brain. Each reconstruction volume underwent minimal manual editing by a single investigator to ensure that surfaces were properly registered to Talairach space and free of skull and dura. All other processing steps were fully automated using default parameters.
The FreeSurfer processing pipeline includes both surface-based (Dale et al., 1999) and volume-based (Fischl et al., 2002; Fischl et al., 2004a) streams. After preprocessing, each hemisphere was processed independently. Voxels were classified as either WM or non-WM based upon local voxel intensity values. Surface tessellations for each hemisphere were created across designated WM voxels and smoothed on the basis of intensity gradients between WM and GM voxels through a deformable surface algorithm. Surface errors, typically manifested as false "holes" or "bridges" formed between adjacent WM surfaces, were removed to ensure a topographically correct surface. The pial surface was determined using a similar deformable surface algorithm to shift the original WM surface towards and along voxel intensity gradients between GM and cerebrospinal fluid (CSF). Cortical thickness was then measured as the average of the shortest distance from the WM surface to the pial surface and from the pial surface to the WM surface (Fischl and Dale, 2000) . A spherical map of the WM surface was created to facilitate cross-subject comparisons, and curvature and spatial information from the pial surface were used to parcellate the cortex into 35 predefined subunits of interest (Desikan et al., 2006; Fischl et al., 2004b) .
For subcortical segmentation, structures were determined by assigning each voxel of the preprocessed volume to one of 16 possible labels on the basis of voxel intensity, spatial comparisons with a probabilistic training atlas, and subsequent comparisons to neighboring voxel labels. The resulting labels were comparable in accuracy to manually delineated subcortical segmentations (Fischl et al., 2002) .
Statistical analysis
Reliability was examined for automatically generated surfacebased and volumetric measures between imaging sessions and between sequences. Surface-based measures included mean cortical thickness (global, regional, and local/vertex-wise), WM volume, and GM volume. Regional cortical thickness was explored by limiting cortical thickness measures to one of five major cortical regions: frontal, parietal, temporal, occipital, and cingulate. Each region represented an amalgamation of cortical parcellation labels generated by the FreeSurfer processing stream. Cortical thickness measures were averaged across hemispheres, while volumetric measures were summed across hemispheres. Volumetric measures were collected for six subcortical structures: amygdala, caudate, hippocampus, pallidum (encompassing both the internal and external globus pallidus), putamen, and thalamus. We examined two aspects of variability: (a) systematic differences in the magnitude of morphometric measures as a function of sequence ("bias"), and (b) the magnitude of within-subject test-retest variability of morphometric measurements ("reliability"). We computed intra-class correlation coefficients (ICC) to assess session-to-session reliability for each sequence (Shrout and Fleiss, 1979 ). Because we expected that future applications and research studies would typically employ only one sequence per participant, we computed ICCs relevant to the reliability of individual scores rather than the more liberal version pertaining to reliability of means averaged across sessions or across different sequences.
A within-subject, 2 × 4 factorial repeated-measures analysis of variance (ANOVA) assessed a session factor (first session, second session), a sequence factor (MPR, ISO, ISH, MEM), and their interactions. Huynh-Feldt methods were corrected for an autocorrelated error when necessary. Significant omnibus tests were followed by Bonferroni-corrected pair-wise post hoc contrasts. To evaluate the effect of participant demographic factors on reliability, a subsequent analysis of covariance (ANCOVA) introduced the linear component of age as a covariate, while sex was included as an additional between-subject factor crossed with session and sequence.
In addition, we performed a variance decomposition statistical analysis to determine what proportion of the total variance was attributable to each factor of interest. General linear model methods computed the percentage variance in dependent variables accounted for by each orthogonal term. Age and sex were subsequently introduced as subject-level covariates of interest to determine what subset of mean subject differences was attributable to each demographic variable. A relatively high percentage of variance explained by the main effect of subjects (including age and sex) would indicate good reliability. All other terms indexed different aspects of poor reliability (unreliability), including undesirable mean changes across factor levels or poor factor level-to-level correlation (all interactions with subjects).
To assess local cortical thickness reliability, vertex-wise statistical maps of the entire cortical surface were generated using Matlab version 7.1. The medial walls and corpus callosum (determined by cortical parcellation) were excluded. Individual cortical thickness maps were transformed onto an average surface prior to analysis, and all surface-based data were smoothed following statistical calculations using an iterative nearest-neighbor averaging procedure. We applied smoothing iterations equivalent to a surface-based Gaussian smoothing kernel of approximately 5-6 mm (Han et al., 2006) . For test-retest comparisons, vertex-wise ICCs were computed for each sequence across scanning sessions. For intersequence comparisons, we computed surface maps of mean cortical thickness differences between each sequence type.
We performed a statistical power analysis to estimate the minimum detectable difference for each measure of interest. Using methods described by Han et al., 2006 , the mean value of absolute differences between scanning sessions was used to estimate the standard deviation of measurement error. A two-tailed power analysis was then computed to determine the minimum effect size required for a power (1-β) of 0.9 at a significance level (α) of 0.05. Percent values are calculated using the mean structure values obtained within this study.
Results
Test-retest reliability of traditional T1 sequence
The traditional MP-RAGE sequence with anisotropic geometry (1.3 × 1.0 × 1.3 mm) served as a "gold standard" against which the new sequences were compared. Intra-class correlation analysis demonstrated a high level of reliability for all measures (Table 2) . Surfacebased measures were particularly reproducible, with all computed ICCs falling above 0.95. Subcortical volumes were typically reliable; only measures of the pallidum fell below 0.9.
Surface maps of cortical thickness reliability reveal high local ICC values across most of the cortex (Fig. 1A) . Areas of relatively low reliability include entorhinal, medial orbitofrontal, lingual, and right rostral middle frontal cortex.
Effects of voxel size
To explore the effects of voxel size on morphometric measures and their reliability, we compared the MP-RAGE sequence with isotropic voxel geometry (1.0 × 1.0 × 1.0 mm) against the standard anisotropic MP-RAGE. With respect to session-to-session (test-retest) reliability, voxel size had no obvious effect on most morphometric measures. An exception was measures of pallidum volume, where reliability was low for the isotropic sequence relative to the anisotropic sequence. Surface maps of cortical thickness reliability were similar between the anisotropic and isotropic MP-RAGE sequences (Fig. 1B) . Means for cortical measures (both thickness and volume) were higher for the isotropic sequence compared to the anisotropic MP-RAGE (p b 0.01, Bonferroni corrected). Bias was observed in all cortical areas between these sequences, but was particularly strong in the frontal and parietal lobes (Table 3) . All values were significant to p b 0.01, Bonferroni corrected.
Effects of parallel imaging acceleration
Second, we investigated the effect of conservative parallel imaging acceleration on morphometric measures by comparing an isotropic MP-RAGE sequence acquired with an acceleration factor of two to the anisotropic MP-RAGE. We found minimal effects of acceleration on the reliability of most morphometric measures (Table 2 ). Parietal and cingulate cortical thickness ICCs were noticeably lower in the accelerated sequence compared to the standard anisotropic MP-RAGE, but were still highly reliable. As with the non-accelerated isotropic MP-RAGE, putamen measures were the least reliable of all morphometric measures examined. Surface maps of cortical thickness reliability for the accelerated isotropic MP-RAGE were similar to that of the anisotropic sequence (Fig. 1C) , with regions of relatively low reliability in entorhinal, lingual, and right rostral middle frontal cortex. In contrast to the anisotropic MP-RAGE, however, reliability was also low for insular cortex, cuneus, pericalcarine cortex, and superior parietal cortex.
With respect to measurement bias, cortical thickness means were significantly higher for the accelerated isotropic MP-RAGE compared to the anisotropic MP-RAGE (Table 3) . 
Effects of multiecho sequence
Third, we compared the reliability of measures obtained from a high bandwidth multiecho MP-RAGE sequence to that of the relatively low bandwidth single-echo anisotropic MP-RAGE. Reliability for multiecho morphometric measures was generally high and comparable to anisotropic MP-RAGE measures (Table 2 ). In particular, pallidum volume measures were more consistent than such measures from other isotropic sequences. Surface maps of cortical thickness reliability for the accelerated multiecho MP-RAGE were similar to those of the standard anisotropic sequence (Fig. 1D) , with regions of relatively low reliability in entorhinal, lingual, medial orbitofrontal, and right rostral middle frontal cortex. Additionally, the multiecho sequence was less reliable than the anisotropic sequence for insular cortex and cuneus thickness.
As with other isotropic sequences, we found a significant bias towards higher cortical thickness measures using the multiecho MP-RAGE compared to the anisotropic MP-RAGE. This bias was consistent across the cortex and was particularly strong in frontal, parietal, and temporal regions (Table 3) .
Voxel-wise maps of mean cortical thickness differences show the measurement bias between isotropic and anisotropic sequences to be pervasive across the cortex (Fig. 2) . This bias is most evident between the anisotropic and multiecho MP-RAGE sequences, especially in frontal regions. Between isotropic sequences, cortical thickness differences are more limited with no perceptible bias towards one sequence or another.
Comprehensive statistical analysis
For cortical thickness measures, the percentage variance explained by differences between subject means is near or above 90% for all measures, indicating a high degree of overall reliability (Fig. 3) . Differences between sequence means was the next largest contributor to variance behind that of subjects. Subject × sequence interactions also contributed some variance, particularly for the cingulate. The proportion of variance accounted for by mean differences between scanning sessions, an aspect of test-retest reliability, was below 0.01% of total variance for all measures. Other terms contributed little to negligible variance (below 2%).
Consistent with the paired comparisons of sequences above, as well as the percentage variance accounted for by mean sequence differences, repeated measures ANOVAs revealed an effect of sequence for all cortical thickness measures. Bonferroni-corrected post hoc contrasts of mean differences found that the anisotropic MP-RAGE measures were lower in all cortical regions compared to all isotropic MP-RAGE measures (Fig. 4) . In addition, the high-bandwidth multiecho MP-RAGE produced higher measures than other isotropic sequences in frontal cortex (p b 0.05, corrected) and lower measures in occipital cortex compared to the non-accelerated isotropic MP-RAGE (p b 0.01, corrected). The accelerated single-echo MP-RAGE produced lower measures of temporal cortical thickness than other isotropic sequences (p b 0.01, corrected). The main effect of scanning session and the interaction between session × sequence were not significant in any cortical region. WM volume, with greater than 99.8% of variance explained by between-subject mean differences, was the most reliable measure examined in this study (Fig. 5) . As with measures of cortical thickness, GM volume was significantly lower for the anisotropic MP-RAGE compared to all isotropic sequences (p b 0.001, corrected). Betweensubject differences accounted for greater than 97% of total variance in GM volume measures, however, with differences between sequences contributing only 2.5% to total variance. The main effect of scanning session and the interaction between session × sequence were not significant for either WM or GM volume measures.
Subcortical volume measures were generally less precise than cortical or WM measures, although precision varied greatly by structure. Measures of the caudate and thalamus were among the most reliable with between-subject differences accounting for more than 98% and 95% of total variance, respectively (Fig. 6) . Measures of the pallidum were the least reliable. The proportion of variance attributed to between-session mean differences was below 0.6% for all measures.
Repeated measures ANOVAs revealed a significant effect of sequence for all structures except the pallidum (Fig. 7) . Measures of amygdalar and hippocampal volume were lower for the anisotropic MP-RAGE compared to all other sequences (p b 0.05, Bonferroni 6 . Percentage of variance in segmented measures of volume by structure. Subject factors contributed most to the variance (N 70%) for all measures. For measures of caudate and thalamic volume, which were among the most reliable examined, variance consisted almost entirely of between-subject differences. Hippocampal and amygdalar measures were also highly reliable, with differences between sequences accounting for somewhat more variance than for the caudate or thalamus. Measures of pallidal volume were among the least reliable examined, with interactions between subject × sequence, subject × session, and subject × sequence × session contributing noticeably to overall variance. corrected). In contrast, measures of amygdalar and hippocampal volume tended to be higher for the multiecho MP-RAGE compared to all other sequences, although this difference was only significant when comparing the multiecho MP-RAGE to non-accelerated (MPR, ISO) sequences (p b 0.01, Bonferroni corrected). Measures of thalamus volume were also lower for the anisotropic MP-RAGE compared to both single echo isotropic (ISO, ISH) sequences (p b 0.05, Bonferroni corrected), while the multiecho sequence produced lower measures of caudate volume compared to the accelerated isotropic single-echo MP-RAGE (p b 0.01, Bonferroni corrected). No main effect of session or interaction between session × sequence was significant among subcortical volume measures.
No mean differences were sufficient to reach the minimal threshold required to achieve a power of 0.9. Thus, it is impossible to reasonably conclude that non-significant results were not susceptible to type II error, and it is therefore possible that further measurement bias exists between sequences that is undetectable given our sample size. It is possible, however, to determine through power analysis the minimum difference at which reasonable power (1-β N 0.9) remains for each measure of interest, and therefore establish a practical threshold of reliability for each structure (Table 4) . For measures of cortical thickness, most differences greater than 2% of the mean can be reliably detected given our relatively small sample size; volumetric difference thresholds vary greatly by structure and sequence, from 0.5-1% for surfaced-based measures of white matter volume to 16.6% for the segmented pallidum.
A subsequent repeated measures ANCOVA introduced sex as an additional between-subjects factor and the linear effect of age as a covariate. After Bonferroni correction for multiple comparisons, putamen and pallidum volumes were found to be significantly and negatively correlated with age. No significant main effect of sex or significant interaction with sex or age was observed.
Discussion
The goal of this study was to investigate the effects of three variants of the T1-weighted MP-RAGE sequence on the test-retest reliability of a variety of morphometric measures. We found most Error bars indicate mean volume differences across sessions. Anisotropic MP-RAGE (MPR) measures were significantly lower for the amygdala, hippocampus, and thalamus compared to all other sequences, whereas multiecho MPRAGE (MEM) measures were significantly higher compared to the non-accelerated isotropic MP-RAGE (ISO).
Table 4
Minimum detectable difference between groups by sequence; α = 0.5, 1-β = 0.9, two-tailed MRI-derived neuroanatomical measures to be highly reliable, and the correlations were largely unaffected by voxel geometry, parallel imaging acceleration, or the use of high-bandwidth multiecho techniques. Age and sex had no discernable effect on morphometric reliability. While reliability was high when comparing measures within sequences, a significant measurement bias was observed between anisotropic and isotropic sequences in all cortical brain areas. Surface-based measures, including cortical thickness, WM volume, and GM volume, were highly consistent for all sequences in test-retest analyses. Because the automated procedures used to produce these measures relied on WM and GM contrast to identify brain surfaces, and because T1-weighted sequences were particularly suited to providing this contrast (Deichmann et al., 2000; Mugler and Brookeman, 1991) , we expected that surface-based measures would perform well.
In contrast, the reliability of voxel-based segmentation measures varied greatly by structure. Volumetric measures of the caudate were often more reliable than surface-based measures, while the reliability of pallidum measures fell well below all other measures in a subset of sequences. It is likely that the precision of subcortical volumes was affected both by intrinsic tissue contrast properties as well as the contrast between surrounding tissue types. For example, both the caudate and thalamus, two of the most reliable subcortical measures examined, typically exhibit tissue contrast profiles reasonably distinct from that of WM (Fischl et al., 2002) . In addition, both structures abut the lateral ventricle and thus benefit from the contrast provided by adjacent cerebrospinal fluid, which appears hypointense in T1-weighted images. In comparison, the T1 contrast profile of the pallidum is less distinct from that of neighboring WM, making differentiation of these tissues more challenging. This fact does not explain, however, why the reliability of pallidum measures is higher for anisotropic and multiecho sequences compared to the accelerated and non-accelerated isotropic single-echo MP-RAGE sequences.
Measurement bias was observed across voxel geometry. The anisotropic MP-RAGE sequence consistently underestimated measures of cortical thickness, GM volume, amygdalar volume, and hippocampal volume relative to all isotropic sequences. Because this bias was present in both surface-based and voxel-based measures, and because the hippocampus and amygdala share a similar T1 contrast profile to that of GM, it is unlikely that such bias is attributable to specific surface-based or voxel-based procedures. Due to the design of our study and the particular sequences employed, however, it is unclear what proportion of the observed error is due to voxel volume as opposed to voxel geometry, and further investigation is required to separate the effects of these two variables on measurement bias.
This study focused on the precision, not the accuracy, of MRIderived neurostructural measures. While the accuracy of automated neuroanatomical measures has been addressed (Fischl and Dale, 2000; Fischl et al., 2004a) , we know of no studies that explore the accuracy of automated cortical thickness measures as a function of imaging parameters. Previous reliability studies sought to understand reproducibility through artificial manipulation of cortical thickness in MRI images (Lerch and Evans, 2005) , or through the use of a known phantom volume (Mori et al., 2002) , but in vivo examinations of human brain structure such as ours have no absolute standard with which to establish the accuracy of measures across imaging sequences. It is therefore impossible to determine which of the sequences we examined produced the most accurate morphometric measures.
Between isotropic sequences, the multiecho MP-RAGE tended to overestimate frontal cortical thickness, hippocampal volume, and amygdalar volume and underestimate occipital cortical thickness relative to both single-echo isotropic sequences; these differences usually reached significance when compared with the non-accelerated isotropic sequence. Between isotropic single-echo sequences there was a slight tendency for imaging acceleration to produce lower cortical thickness measures in every region but the frontal cortex, although this bias was significant only in temporal cortex. All differences within and between isotropic sequences were extremely small due to the test-retest nature of the study, however, and suffer from reduced (1-β b 0.9) statistical power. We therefore cannot conclude that bias does not exist in these non-significant findings, but only that instances of undetected bias are below the threshold of minimum detection (Table 4 ).
The use of parallel acceleration had a negligible effect on reliability of morphometric measures. In light of the conservative acceleration factor used, this result is in agreement with another study of cortical thickness reliability and acceleration employing sensitivity encoding (SENSE)-based (Pruessmann et al., 1999) techniques (Park et al., 2008) ; the present study extends these results to cortical and subcortical volumetric measures for GRAPPA-based acceleration. Scanning time is often a constraint in structural neuroimaging studies, either in practical terms for research subjects or financially for investigators. The present results provide compelling evidence that parallel imaging techniques, when implemented at conservative levels, are able to dramatically reduce scanning time with no considerable loss of precision.
The high degree of reproducibility among cortical thickness measures for all sequences suggests that subtle differences in thickness between groups of patients can be reliably detected using a variety of T1-weighted MP-RAGE sequence parameters, assuming that such parameters are kept consistent within any given structural neuroimaging study. The reliability of volumetric measures, however, varied by structure. The use of multispectral data (e.g., T2, T2⁎, proton density) may help improve current segmentation algorithms that rely heavily upon T1-weighted image contrasts, but coregistration of multiple images is made difficult by varying B0 distortions between sequences and by the additional scanning time typically required to acquire separate image contrasts. Multiecho sequences, however, can be bandwidth-matched to such contrasts, eliminating differences in B0 distortions and facilitating co-registration. In addition, multiecho MP-RAGE sequences provide inherent T2⁎ contrast information with no additional scanning time. Such advantages have been shown to improve contrast between WM and GM (Han et al., 2006) and between dura and GM (van der , and may provide a basis for improving volumetric segmentation algorithms, either through the acquisition and coregistration of multispectral data or through the interpolation of additional contrast data.
Conclusions
Reliability of morphometric measures was generally high and largely unaffected by small differences in voxel geometry, the use of conservative parallel acceleration factors, or the use of highbandwidth multiecho techniques. Surface-based measures of cortical thickness, white matter volume, and gray matter volume tended to be more precise than segmentation-based measures of volume. Larger, anisotropic voxel sizes resulted in a significant measurement bias for surface-based brain measures and some volume-based measures compared to smaller, isotropic voxel sizes.
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